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To:  Peter Stout, Ph.D., Chief Executive Officer 

Amy Castillo, Ph.D., Chief Operating Officer 

From:  Dayong Lee, Ph.D., F‐ABFT, Manager ‐ Toxicology 

cc:  Erika Ziemak, Director – Quality 

Ashley Henry, Manager – Client Services & Case Management 

Date:  December 30, 2019 

Re:  Becton Dickenson (BD) Tube Recall 

The purpose of this memo is to summarize the timeline and effects of the BD tube recall on the Houston 

Forensic Science Center (HFSC).  

On June 17, 2019, HFSC was informed of an amended recall notice issued from BD on June 12, 2019 

regarding BD Vacutainer® Fluoride Tubes for Blood Alcohol Determinations, Catalog Number 367001, 

Lot Number 8187663 (Appendix 1). The initial recall notice was issued on May 30, 2019. The June 17th 

recall was subsequently amended further on June 21, 2019 (Appendix 2).  

According to the recall notices and communication with BD, HFSC learnt that 1) of the approximately 

240,000 tubes in the lot 8187663, 300 tubes did not contain additives (sodium fluoride and potassium 

oxalate) and 2) BD subsequently recovered 199 of the affected 300 tubes but the remaining 101 

affected tubes were distributed to BD clients, including HFSC.    

On June 19, 2019, HFSC notified HPD and other stakeholders of the recall.  

HFSC distributes BD tubes to its submitting agency in the DWI collection kits. The Peavey Corporation 

dba Lynn Peavey (LP) Company is the manufacturer of the HFSC DWI collection kits. According to the LP, 

HFSC received 3,000 kits containing tubes involved in the BD recall. Each kit contained three blood 

tubes. Two HFSC DWI kit lots contained the BD tubes from the lot 8187663: 

Houston Forensic Science Center 
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1) LP Lot 262602 – HFSC received 1000 kits from this lot on January 8, 2019 and distributed to the

Houston Police Department (HPD) between January and the end of February 2019.

2) LP Lot 262995 – HFSC received 2000 kits from this lot on March 1, 2019 and March 8, 2019; and

distributed to HPD until June 19, 2019.

Of the 3,000 affected kits, HFSC recovered approximately 918 kits.  

On June 20, 2019, HFSC submitted Customer Response/Destruction Form PAS‐19‐1461‐FA to BD 

Regulatory Compliance requesting 3,000 blood tubes to replace the tubes from the remaining 918 kits.  

On June 21, 2019, HFSC issued a news release regarding the recall (Appendix 3). 

On June 28, 2019, the Peavey Corporation issued a statement informing HFSC of its two kit lots that 

included the affected BD tubes (Appendix 4).   

On July 8, 2019, Texas Forensic Science Commission released a memorandum regarding the recall 

(Appendix 5). 

On July 10, 2019, HFSC received 6,000 individual replacement blood tubes from BD, lot number 

9126966. 

On August 23, 2019, HFSC replaced the affected tubes (lot number 8187663) with the replacement 

tubes (lot number 9126966) in 918 kits. Those kits include a label documenting this replacement. The 

kits were subsequently distributed to HPD. An interoffice memo summarizing this action was released 

on August 29, 2019 (Appendix 6).  

As BD is a leading international medical technology company that provides gray top tubes with the 

sample volume (10 mL) and the amounts of sodium fluoride (100 mg) and potassium oxalate (20 mg) 

appropriate for HFSC’s analyses, HFSC decided to continue using BD gray top tubes.    
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AMENDED URGENT MEDICAL DEVICE RECALL 
BD Vacutainer® Fluoride Tubes for Blood Alcohol Determinations 

June 12, 2019 

Product 
Catalog 

Number 

Lot 

Number 

UDI 

(GTIN, DI + PI) 

Exp. 

Date 

BD Vacutainer® Fluoride Tubes for Blood 

Alcohol Determinations 
367001 8187663 

(01)30382903670018(17)200731

(10)8187663(30)0100
2020/7/31 

For the Attention of:  Lab Director/Recall Coordinator 

Description of the problem and health hazard(s): 

You may have received a recall communication from BD on, May 30, 2019, that incorrectly identified the name of 

the product subject to the recall.  Although the catalog and lot number for the one affected lot of product was 

correct, the product name was incorrect. This notice replaces the initially distributed notice dated May 30, 2019.  

BD is conducting a voluntary medical device recall for the catalog and lot number shown above for the BD 

Vacutainer® Fluoride Tubes for Blood Alcohol Determinations.  A small portion of this lot has been confirmed to 

have no additive within the tube. 

As per good clinical practice, in 95% of the cases, missing additive would be detected when a visual inspection of 

the BD Vacutainer® Fluoride Tubes for Blood Alcohol Determinations prior to blood collection.1  However, once 

blood is collected in the tubes, the clinician will be unable to determine if the tube contains additive or not. If no 

additive is present in the tube the sample may clot and should be rejected and recollected as per good clinical 

practice. 

Based on publicly available scientific literature, in cases where the sample is processed without the preservative 

(additive) in the tube, testing has yielded reliable results if the samples were stored at room temperature for no 

longer than two days.  If the sample was stored for more than 2 days, the result for blood alcohol determination 

might not be accurate (either falsely low or falsely high).2  

The root cause was related to a manufacturing error and has been corrected. 

Distribution of the affected lot began on August 31, 2018 and our records indicate you may have received the 

affected product. 

Please Take the Following Actions: 

1. Immediately review your inventory for the specific catalog and lot number listed above.  Destroy all

product subject to the recall in accordance with your institution’s process for destruction.

2. Share this Urgent Medical Device Recall notification with all users of the product in your facility to

ensure that they are also aware of this recall.

3. Complete the attached Customer Response/Certificate of Destruction Form and return to the BD    contact

noted on the form regardless of whether you have any affected material or not so that BD may

acknowledge your receipt of this notification and process your product replacement, if applicable.

____________________ 

1 1CLSI. Collection of Diagnostic Venous Blood Specimens. 7th. Ed. CLSI standard GP41-page15, section 2.9.1 Supplies Are Gathered. Wayne, PA: Clinical and Laboratory 

Standards Institute; 2017. 2 Wu, A. H. (2006). Tietz clinical guide to laboratory tests. St. Louis, MO: Saunders/Elsevier. Section IV- Therapeutic Drugs and Drugs of Abuse pg 1345  
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Report any adverse health consequences experienced with the use of this product to BD. Events may also be 

reported to the FDA's MedWatch Adverse Event Reporting program.  

Web: MedWatch website at www.fda.gov/medwatch   Phone: 1-800-FDA-1088 (1-800-332-1088) 

Mail: MedWatch, HF-2, FDA, 5600 Fisher’s Lane, Rockville, MD 20852-978 

Actions Taken by BD: 

1. Corrective actions have been initiated to prevent recurrence of the identified root cause.

Contact Information:     

Please use the contact information provided below for complaints, adverse event reports, or questions regarding 

this recall. 

BD Contact US Contact Information 

Customer Quality 888-237-2762 OPT 3, OPT 2 Monday – Friday   8:00am and 5:00pm (CT) 

BD is committed to advancing the world of health. Our primary objectives are patient and user safety and providing 

you with quality products.  We apologize for any inconvenience this issue may have caused you and thank you in 

advance for helping us to resolve this matter as quickly and effectively as possible. 

Sincerely, 

Aparna Jha Ahuja,MD        Gail Griffiths 

PG cert Hosp Management, DCH&FW, IF CAP        Sr. Director, Corporate Regulatory Compliance 

WW Vice President Medical Affairs, PAS  BD US Region 

http://www.fda.gov/medwatch
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CUSTOMER RESPONSE/DESTRUCTION FORM 

PAS-19-1461-FA 
BD Vacutainer® Fluoride Tubes for Blood Alcohol Determinations 

Please assist BD by promptly returning this form to:  BD Regulatory Compliance 

Email: BDRC2@bd.com or  

Fax No.: Fax 312-949-0227 
Facility:  

Please use full, current facility name. Do not use initials 

Street Address:  

City:       State:     Zip:  

Contact Person:  

Telephone No.:      Fax No.:  

Email Address: ____________________________________________________________________________ 

Check all that apply: 

 I have read and understood the attached notice. 

 We do not have any of the affected product(s) on hand. 

 I certify that I have destroyed all affected product and request replacements for the quantity shown below 

Product Name 
Cat. No. 

(Ref) 
Lot No. 

Units 

(Qty.) 

BD Vacutainer® Fluoride Tubes for Blood Alcohol Determinations 367001 8187663 

Name: 

Title: 

Signature/Date: 

To further assist BD in ensuring that these notices are delivered correctly to individuals in your facility, please 

indicate if there is a centralized function who is responsible for managing recalls. 

 No, there is no centralized function responsible for managing recalls 

 Yes, there is a centralized function responsible for managing recalls 

      Function/Department Name ___________________________________________________________________ 

      Contact Person _____________________________________________________________________________ 

      Telephone # _________________________   Email Address ________________________________________ 



June 21, 2019 

BD Statement on Voluntary Recall of BD Vacutainer® Fluoride Tubes  
for Blood Alcohol Determinations 

Ensuring the safety and quality of our products is our top priority at BD. As part of this commitment to 
quality, BD recently issued a voluntary recall for one lot of BD Vacutainer® Fluoride Tubes for Blood 
Alcohol Determinations because a small portion of the lot was confirmed to have no additive within the 
tube. BD determined that this issue only impacts 300 tubes within the lot and has recovered 199 of 
those tubes. The manufacturing issue, identified as the root cause, was immediately corrected. 

Any tube without additive should be detected when the clinician conducts a visual inspection of the tube 
prior to blood collection as per good clinical practice. Additionally, if blood is collected in a tube with no 
additive, the sample may clot and should be rejected and recollected as per good clinical practice. 

Based on publicly available scientific literature, in cases where a sample is processed without the 
additive in the tube, testing has yielded reliable results if the samples were stored at room temperature 
for no longer than two days. If the sample was stored for more than two days, the result for blood 
alcohol determination might not be accurate (either falsely low or falsely high).1 

# # # 

About BD 
BD is one of the largest global medical technology companies in the world and is advancing the world of 
health by improving medical discovery, diagnostics and the delivery of care. The company supports the 
heroes on the frontlines of health care by developing innovative technology, services and solutions that 
help advance both clinical therapy for patients and clinical process for health care providers. BD and its 
65,000 employees have a passion and commitment to help enhance the safety and efficiency of 
clinicians' care delivery process, enable laboratory scientists to accurately detect disease and advance 
researchers' capabilities to develop the next generation of diagnostics and therapeutics. BD has a 
presence in virtually every country and partners with organizations around the world to address some 
of the most challenging global health issues. By working in close collaboration with customers, BD can 
help enhance outcomes, lower costs, increase efficiencies, improve safety and expand access to health 
care. For more information on BD, please visit bd.com.  

1 Wu, A. H. (2006). Tietz clinical guide to laboratory tests. St. Louis, MO: Saunders/Elsevier. Section IV- Therapeutic Drugs and 
Drugs of Abuse pg 1345 
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Blood tube vendor recalls vials, drunk 

driving tests at risk 
June 21, 2019 

FOR IMMEDIATE RELEASE 

A vendor that manufactures vials used to collect blood from suspected drunk drivers 

has recalled thousands of items due to an error that could change the results of blood 

alcohol analysis.  

BD’s recall statement involves a lot of about 240,000 vials. The company believes only 

about 100 of the tubes were improperly manufactured, however, distribution of the lot 

began in August 2018 and the entire lot is being recalled.  

The Houston Forensic Science Center had 6,000 vials from the recalled lot. Since January 

1, HFSC has distributed 5,200 vials from that lot to the Houston Police Department and 

about 3,400 have already been used. Most cases include at least two vials. 

BD’s recall statement says the manufacturer failed to include a crucial preservative in 

some vials. The preservative, which is a powder, prevents the blood from clotting and 

the blood alcohol concentration from changing. 

Staff trained to draw blood are supposed to check blood vials before use to ensure the 

powder is present. However, once the blood is in the vial it is impossible to know 

whether the preservative was in the tube.  

HFSC has notified the Harris County District Attorney’s Office of the issue. 

“This is a critical problem that will not only require HFSC, HCDAO and HPD to review 

and disclose information on 1,700 cases dating back to the beginning of the year, it 
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creates a problem for crime labs across the state and the nation since BD is the primary 

provider of these blood vials,” said Dr. Peter Stout, HFSC’s CEO and president.  

“HFSC has an obligation to share this information with all stakeholders to ensure 

prosecutors, defendants and all others in the justice system have the information 

needed to move forward.”  

HFSC is a local government corporation that provides forensic services to the City of 

Houston and other local agencies. HFSC is overseen by a Board of Directors appointed 

by the Mayor of Houston and confirmed by the Houston City Council. Its management 

structure is designed to be responsive to a 2009 recommendation by the National 

Academy of Sciences that called for crime laboratories to be independent of law 

enforcement and prosecutorial branches of government.  

HFSC operates in seven forensic disciplines. 

CONTACT INFORMATION:  

Ramit Plushnick-Masti 

Director of Communications/PIO 

media@houstonforensicscience.org 

http://www.houstonforensicscience.org/ 

713-929-6768 (office)

713-703-4898 (cell)

Follow us on Facebook http://on.fb.me/1x1zap2 

Follow us on Twitter https://twitter.com/HoustonForensic 

mailto:media@houstonforensicscience.org
http://www.houstonforensicscience.org/
http://on.fb.me/1x1zap2
https://twitter.com/HoustonForensic
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TEXAS FORENSIC 
SCIENCE COMMISSION
Justice Through Science

1700 North Congress Ave., Suite 445
Austin, Texas 78701

[P] 1.888.296.4232  •  [F] 1.888.305.2432  •  [E] info@fsc.texas.gov

MEMORANDUM 

TO: Texas Criminal Justice Stakeholders 

FROM: Texas Forensic Science Commission 

DATE: July 8, 2019 

RE: Becton Dickenson (BD) Tube Recall 

On May 30, 2019, Becton Dickenson (BD) issued a recall notification for BD Vacutainer® 
Fluoride Tubes for Blood Alcohol Determinations (grey top tubes) catalog number 367001 and lot 
number 8187663. On June 12, 2019, BD issued an amended notice.1 BD began distributing this 
lot to customers nationwide in August 2018. 

According to BD public statements, certain tubes within the lot were identified as having been 
shipped without additive powders (sodium fluoride and potassium oxalate), which function as a 
preservative and anticoagulant (to prevent clotting). According to BD, the issue “only impacts 300 
tubes within the lot and BD has recovered 199 of those tubes.” BD identified a “manufacturing 
issue” as the root cause for the missing additive. BD further represents that the company has 
remedied the manufacturing issue. 

POTENTIAL TEXAS IMPACT: 

Laboratories accredited in blood alcohol under Texas law are aware of the recall and taking steps 
to notify stakeholders. Numerous Texas-accredited laboratories have received grey top tubes from 
the affected lot. Wherever possible, laboratories are working with submitting agencies to retrieve 
any unused tubes from the affected lot and replace them with new tubes.  However, for tubes that 
were already used for blood draws before BD issued its recall notice, laboratories are unable to 
ascertain based on a review of the case documentation whether the tube(s) used in any particular 
case were among the 101 tubes identified by BD as missing additive powders. 

For forensic samples collected in grey top tubes from the affected lot: 

Only BD can respond to issues or questions about the manufacture, percentages of tubes 
affected, root causes for the error, likelihood or not of continued production defects or 
other related items.  Subpoenas, discovery requests and documentation requests in the state of 
Texas should be sent to BD’s registered Texas agent: 

1	The recall notice is available at https://www.bd.com/en-us/support/recall-notifications/recall-
notification---bd-vacutainer-fluoride-tubes-for-blood-alcohol-determinations.  	
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C T Corporation System 
1999 Bryan Street 
Suite 900 
Dallas, TX, 75201 
214-932-3601

QUESTION: 

1. How can I determine whether additives were present in the tube at the time of blood
collection in a particular blood alcohol case?

ANSWER: 

Only the individual(s) who performed the blood draw or witnessed the draw would have 
firsthand knowledge of whether the additive powders were present in the tube(s) at the time 
of blood collection. Similarly, only the individual(s) who performed the blood draw or 
witnessed the draw have firsthand knowledge of the conditions of the blood draw, 
including whether it was a “clean” draw with no deviation from standard procedure.  

It is not feasible to determine whether the additive powders (preservative, anticoagulant, 
or both) were present after blood was introduced into the tube. While a possible impact of 
the missing anticoagulant is that the blood would appear visually different to a forensic 
analyst due to clotting, it is possible for clotting to occur in grey top tubes containing 
additive powders. It is also possible for a tube without additive to lack any visual indication 
of blood clotting.   

QUESTION: 

2. What is the impact of the missing additive on the blood alcohol results?

ANSWER: 

This answer is conditioned upon three assumptions: (1) the information and statements by 
BD about the manufacturing defect are complete and accurate; (2) the blood draw in any 
given case was appropriately clean and without variance; and (3) the blood tube was stored 
in a refrigerated environment. 

The scientific literature indicates in study conditions that alcohol concentrations are not 
significantly affected by the lack of sodium fluoride preservative. At higher than 
refrigerated temperatures, alcohol concentrations tend to decrease without the preservative 
present. Some studies indicate that under very specific conditions, alcohol can increase 
when the blood is inoculated with C. albicans (a common yeast that lives on humans) and 
where no preservative is present.  
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See attached bibliography for scientific references. 

Questions regarding this statement should be directed to the Commission’s General 
Counsel, Lynn Garcia, at 512-936-0770 or lynn.garcia@fsc.texas.gov.  
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To:
Dr. Peter Stout, Chief Executive Officer

Dr. Amy Castillo, Chief Operations Officer

From: Ashley Henry, Client Services & Case Management Manager

cc: Dr. Dayong Lee, Toxicology Manager

Date: August 29, 2019

Re: BD Recall – Tube Replacement Memo

On June 17, 2019, the Houston Forensic Science Center (HFSC) was informed of a recall regarding BD 
Vacutainer Fluoride Tubes for Blood Alcohol Determinations, lot number 8187663.

After confirmation from a representative at the Lynn Peavey Corporation, HFSC’s provider of DWI kits, 
HFSC was suspected of having 3,000 kits containing tubes involved in the BD recall.  Each kit contains 
three (3) blood tubes, amounting to a total of approximately 9,000 affected tubes.

Of the 3,000 affected kits, HFSC was able to recover approximately 918 kits.

On June 20, 2019, HFSC submitted Customer Response/Destruction Form PAS-19-1461-FA to BD 
Regulatory Compliance requesting 3,000 blood tubes in order to replace the tubes from the remaining 918 
kits. On July 10, 2019, HFSC received 6,000 individual blood tubes from BD, lot number 9126966.

On August 23, 2019, the Client Services and Case Management (CS/CM) Division replaced the affected 
tubes (lot number 8187663) with the replacement tubes (lot number 9126966) in 918 kits.  The 
replacement was documented by placing the following label on the front of the DWI kit:

The kits with the replaced tubes have been placed into circulation for production to the Houston Police 
Department.

Houston Forensic Science Center 

INTEROFFICE MEMO 

Ashley Henry
Digitally signed by Ashley 
Henry 
Date: 2019.08.29 14:07:15 
-05'00'
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